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Abstract
Direct measurements of muscular forces usually require a substantial rearrangement of the
biomechanical system. To circumvent this problem, various indirect techniques have been
used in the past. We introduce a novel direct method, using a lightweight (~0.5 g) miniature
(3 x 3 x 7 mm) in-line load-cell to measure tension in the tibialis anterior tendon of rats. A lin-
ear motor was used to produce force-profiles to assess linearity, step-response, hysteresis
and frequency behavior under controlled conditions. Sensor responses to a series of rectan-
gular force-pulses correlated linearly (R2 = 0.999) within the range of 0–20 N. The maximal
relative error at full scale (20 N) was 0.07% of the average measured signal. The standard
deviation of the mean response to repeated 20 N force pulses was ± 0.04% of the mean
response. The step-response of the load-cell showed the behavior of a PD2T2-element in
control-engineering terminology. The maximal hysteretic error was 5.4% of the full-scale sig-
nal. Sinusoidal signals were attenuated maximally (-4 dB) at 200 Hz, within a measured
range of 0.01–200 Hz. When measuring muscular forces this should be of minor concern as
the fusion-frequency of muscles is generally much lower. The newly developed load-cell
measured tensile forces of up to 20 N, without inelastic deformation of the sensor. It qualifies
for various applications in which it is of interest directly to measure forces within a particular
tendon causing only minimal disturbance to the biomechanical system.
Introduction
Investigating the contractile properties of muscles to understand their function is a well-estab-
lished field of research. Measurement of force allows the quantitative assessment of strength,
endurance and fatigue. The hind limb muscles of various laboratory animals have been widely
used as experimental models [1–9]. These muscles are relatively large and have a single tendon
of insertion. Their nerves, which can be stimulated to activate the muscles via the motor end
plates, are relatively easy to access and to isolate. A number of techniques have been developed
to measure muscular forces in anaesthetized animals.
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One common technique is to restrict movement at the muscle´s origin appropriately (e.g.
by fixing the associated bone) and attaching its tendon of insertion to a fixed force transducer
or instrumented lever [1,4,5,10–12]. This method is also applicable to rather small muscles like
the rat extensor digitorum longus muscle [1], but requires a considerable rearrangement of the
in-vivo biomechanical system, because the muscle force is arranged to act against an immov-
able reference frame.
A less invasive approach has also been used [3,7], in which the intact animal is placed in an
external fixation apparatus to determine contraction strength by measuring the torque gener-
ated to rotate the related joint, again with immobilization of one part of the skeleton. An posi-
tive aspect of this type of measurement is that the original direction of force transmission is
not altered. A drawback, on the other hand, is the loss of selectivity because the measured tor-
que is usually the summation of the action of several muscles. If force in a particular muscle or
tendon is to be measured, it must be back-calculated by taking into account the biomechanical
environment including estimates for the length of the effective moment arms and the center of
rotation.
The use of an in-line force transducer offers the advantage that the force transmitted
through a particular tendon can be measured while the muscle retains its physiological posi-
tion. Buckle transducers, moving towards this principle, have previously been used in cats
[13], wallabies [14], pigeons [15] and guinea fowls [16] to measure the tendinous loading of
multiple plantar-flexors simultaneously. A buckle transducer is placed around the intact ten-
don, and therefore does not measure the tensile force in the tendon directly. Rather, it gives an
estimate of transmitted load from the lateral bending forces generated within the transducer.
The measured strain in the transducer is thus only an indirect estimate of the linear tension
borne by the tendon. The position of the tendon within the transducer influences the mea-
sured force, and the material properties of the tendon itself influence the transmitted strain.
Buckle style transducers can experience problems due to impingement, when being pressed
against a hard surface (e.g. bone) which potentially alters the measurement characteristics of
the sensor. For bigger tendons, this problem can be circumvented by using an implantable
force transducer [17] which is placed inside the specimen.
Another technique for measuring tensile forces is the use of optical fibers inserted trans-
versely through the tendon of interest. This method takes advantage of the change in geomet-
ric properties due to compressive forces produced by the surrounding tendon, which in turn
modulate the intensity of light transmitted through the optic fibre [18]. Its minimally invasive
quality encourages the use of this technique to investigate tensile forces during standard move-
ment tasks in humans [19,20]. However, although there is a linear relationship between the
applied tensile force and the measured electrical signal of optical fibre transducers, application
specific calibration in-vivo is required to obtain absolute values. This is necessary, as the opti-
cal fibre is only able to detect compressive forces directly, which are proportional to the tensile
strains by a complex relationship depending on the mechanical properties of the tendon (e.g.
elasticity). Thus calibration data is valid only for a single case, and it is not possible to perform
formal testing of the transducer system alone.
Our objective was to characterize a newly developed in-line load-cell by assessing its linear-
ity, step-response, hysteresis and frequency behavior. The load-cell was designed to estimate
the type and amount of loading acting on the tibialis anterior (TA) muscle in intact rats, dur-
ing electrical nerve stimulation by means of implantable pulse generators. It allows for direct
measurements of tensile forces during acute experiments under anesthesia.
In adult rats, the length of the freely accessible part of the TA tendon is about 9.4 mm [21],
limiting the overall length of such a load-cell to 7 mm in order to cause minimal disturbance
to the biomechanical system. For isometric tetanic contractions of the TA in healthy adult rats,
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peak force values have been reported [4] ranging from 12.38 N ± 0.82 N to 13.5 ± 0.21 N
(mean ± standard error). In order to measure also the forces generated during eccentric con-
traction the device should be strong enough to withstand repeated peak forces up to 20 N,
while being accurate enough to quantify the twitch response to a single electrical stimulation
pulse typically ranging from 1.4 N [6] to 2.3 N [9]. We assume that in a practical set up an
accuracy of ± 10% and a precision expressed by a coefficient of variation less than ± 5% is suffi-
cient to estimate the amount of loading of the TA within the intact rat. To allow unhindered
movements of the foot of the anaesthetized rat, the load-cell requires smooth edges and a light-
weight construction of less than 1 g, which is the gravitational equivalent of ~0.5% of a 2 N sin-
gle twitch. Operation in a moist environment as well as the need to clean it for reuse, makes a
water-proof design essential.
Material and methods
The load-cell
The newly developed load-cell (Center for Medical Physics and Biomedical Engineering, Med-
ical University Vienna, Austria) has a CNC manufactured stainless steel core (3 x 3 x 7 mm)
incorporating four strain gauges (1-LY11-0.3/120, Hottinger Baldwin Messtechnik GmbH,
Darmstadt, Germany) operating as a temperature compensated half bridge (see Fig 1). The
strain gauges were attached with cyanoacrylate glue (EP310S, Hottinger Baldwin Messtechnik
GmbH, Darmstadt, Germany) and sealed with instant adhesive (Loctite 4850, Henkel Ltd,
Herts, United Kingdom). This was necessary to improve the mechanical stability during han-
dling and to allow for operation in a humid environment. To attach the tendon of interest to
the load-cell, two M2 x 0.35 fine-pitch threaded screws were used. The resulting overall mass
of the load-cell, including the clamping screws, was ~0.5 g. To make a longer part of the TA
tendon freely available, the retinaculum was transected. Although the range of movement of
the ankle joint was not affected by this procedure, the slightly altered pathway of force trans-
mission needs to be considered as technical limitation. After clamping the load-cell to the
intact tendon, the tendon is then cut through a small window between the screws. To mechani-
cally strengthen the interface between the tendon and the clamps we allowed this part of the
tendon to stiffen by drying for about 30 min until it became transparent, before full loading.
Fig 1. Working principle of the load-cell. A: Schematic representation of the clamping mechanism of the load cell. The illustration shows the
dimensions of the load-cell as well as the position and orientation of the strain-gauges (SG) of the front side. The SGs on the back-side are positioned
and orientated analogously. The circuit in the lower left corner shows the connection of the SG´s as temperature compensated half-bridge B:
Manufactured load-cell in comparison to a 5 Euro-cent coin without clamping screws.
https://doi.org/10.1371/journal.pone.0185209.g001
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The load-cell did not impede the shortening of the muscle nor the dorsiflexion of the foot. The
connecting wires supported the load-cell, keeping it in position and avoided twisting or bend-
ing of the tendon.
Experimental setup
Animals. All measurements were performed using the tibialis anterior tendons of a male
adult Wistar rat from our local animal unit. Both tendons were harvested post-mortem directly
after euthanasia (cervical dislocation without recovery from isoflurane anaesthesia) and stored
in physiologic saline solution at 4˚C until the next day. All actions were conducted in strict
accordance to the Animals (Scientific Procedures) Act of 1986 and approved by the British
Home Office (PPL 40/3280).
Bench testing of the load-cell. A range of force profiles to be applied to the load-cell were
produced by a linear motor (Bose LM1 Testbench linear actuator, Bose Corporation, Framing-
ham, Massachusetts, United States) and measured independently with a calibrated force sensor
(50 lbf, Model: WMC-50-543, Bose Corporation, Framingham, Massachusetts, United States),
the reference sensor.
Fig 2 shows an illustration of the measurement setup. The tendon of the tibialis anterior of
a rat was used to connect both ends of the newly developed load-cell to the force-measurement
system. The tendon at the clamping interface was dried for about 30 min after attachment to
the load-cell until it became stiff and transparent as is our practice for in-situ measurements
under terminal anesthesia.
Reproducibility. The reproducibility (practical accuracy and precision) was tested for the
middle of the measurement range with a weight of 1 kg (9.81 N) on 5 consecutive days. The
weight was attached to the load-cell using a nylon coated stranded stainless-steel wire (7
strands, loading capacity 12 kg, Balzer GmbH, Wartenberg, Germany) with an overall diame-
ter of 0.55 mm. The coating was removed at the clamping points to avoid slipping. The signal
of the load-cell was measured while applying the weight 5 consecutive times. The entire mea-
surement configuration was set up and dismantled each day.
Data recording. The load-cell´s measurement bridge was connected to a PowerLab 26T
digital recorder (ADInstruments Inc., Colorado Springs, USA) which provided the bridge volt-
age (0.562 V) and sampled the output voltage of both force and reference sensors at a sample
rate of 20 kS / s with a resolution of 625 nV (in a 20 mV measuring range). Data recording,
storing, pre-processing and exporting was done with ADInstruments LabChart 7 Pro installed
Fig 2. Measurement setup. A Bose linear motor applied preprogrammed patterns of force to the newly
developed load-cell. The force measured with the reference sensor was used to correlate the output voltage
of the load-cell with the load applied. The load-cell was tested using a dried tibialis anterior tendon of a rat
which connected the device to the measurement set up.
https://doi.org/10.1371/journal.pone.0185209.g002
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on a standard personal computer (MSI GS60 2PE Ghost Pro, Micro-Star International,
Zhonghe District, Taiwan).
Tendon shrinkage measurement
To evaluate potential length changes caused by the drying process of the tendon, the amount
of shrinkage was measured. One TA tendon was attached to the force generator without the
load-cell. The initial length of the fresh and hydrated tendon between the metal-clamps was
8.2 mm. The force generator applied a constant force of 0.5 N for 75 min while the length of
the tendon was constantly measured at a sample rate of 20 S / s.
Bench testing protocol
All measurements were performed with a preload (offset) of 1 N, except measurements testing
the frequency response which used a preload of 10 N. The preload avoided any sag of sensor
and tendon to guarantee seamless transmission of force generated by the linear-motor to the
load-cell in this bench test.
Calibration curve. A calibration curve was calculated to correlate a measured change in
output voltage of the load-cell with a certain change in applied force. Rectangular force pulses
as illustrated in Fig 3A with a duration of 2 s were presented to the load-cell every 4 s. The
amplitude of the pulses was increased after every tenth pulse by 1 N until an amplitude of 20 N
was reached. The linearity of the calibration curve was assessed to test that the specified mea-
surement range did not cause inelastic deformation of the sensor.
Step response. The step response characterizes the ability of a sensor to follow sudden
changes of a particular input signal. The behavior of the load-cell was investigated by applying
a rectangular force pulse with an amplitude of 20 N and a duration of 10 s as depicted in
Fig 3B.
Fig 3. Testing protocol. Applied patterns of force to evaluate the behavior of the load-cell. A) Rectangular
force-pulses of different amplitude–used to obtain calibration data. B) Rectangular force-step for evaluation of
rapid changes. C) Triangular force-pattern to investigate hysteresis of the load-cell. D) Sinusoidal force-
patterns of various frequencies to characterize the frequency behavior of the load-cell.
https://doi.org/10.1371/journal.pone.0185209.g003
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Hysteresis. The hysteresis describes the measured signal, when approaching a particular
force-level either from the upper or lower end of the measurement range. This characteristic
was evaluated by linearly increasing the force acting on the load-cell from 1 to 21 N over a
duration of 20 s followed by a decrease to 1 N over the next 20 s. This triangular force-pattern,
as shown in Fig 3C, was repeated over 4 consecutive cycles.
Frequency response. The frequency response specifies the amount of signal damping that
can be expected for particular frequency components. Sinusoidal force bursts were applied
with frequencies of 0.01, 0.1, 1, 10, 20, 40, 60, 80, 100, 120, 140, 160, 180 and 200 Hz (maximal
frequency of the linear motor) as shown in Fig 3D. The force signal had an offset of 10 N, a
peak amplitude of 5 N and was applied for a duration of at least 5 s.
Data analysis
LabChart was used to manually set markers within the data, indicating the start and end of a par-
ticular response. This annotated data was exported for further processing with Matlab R2010a
(MathWorks, Natick, Massachusetts, United States). Scripts were used to evaluate the output-volt-
age of the load-cell, with respect to the applied pattern of force. Those results were further pro-
cessed and charted with Microsoft Excel (Microsoft Corporation, Washington, United States).
Calibration curve. All recorded voltage signals of the load-cell were normalized to the
bridge voltage of 0.562 V, which is close to the maximum specified bridge voltage for the strain
gauges of 0.6 V. A Matlab script automatically detected offset voltage Voffset (the average of 50
ms directly before the rising slope) and the maximal voltage Vmax (the average of 50 ms directly
before the falling slope) of the load-cell´s output, for every applied force pulse. The difference
Vdiff = Vmax−Voffset was considered to be the change in output voltage related to a rectangular
force pulse of a certain magnitude. Mean (Vdiff ) and standard deviation was calculated from 10
consecutive pulses applied at the same force level. Further, the relative difference from Vdiff
was evaluated for the minimum and maximum measured Vdiff.
Step response. The individual offsets were subtracted from the voltage signal of the load-
cell and from the force-signal of the reference sensor. The resulting signals were normalized
with respect to their particular maximal value, to allow comparison. In terms of control engi-
neering, the response of the load-cell can be modeled as an additive combination of a P-ele-
ment (proportional relationship, see Eq 1) with two PT1-elements (exponential relationship,
see Eq 2), as defined in Eq 3, assuming operation within the linear (elastic) domain of the
load-cell. Fitting was achieved by applying the normalized force-data (Fnorm) to the load-cell
model (Eq 4), using Matlab´s function nlinfit to determine the parameters for each indi-
vidual element.
PðtÞ ¼ k0 Eq 1
PT1 tð Þ ¼ k  1   e  tT1
  
Eq 2
LCðtÞ ¼ PðtÞ þ PT11ðtÞ þ PT12ðtÞ Eq 3
UfittedðtÞ ¼ FnormðtÞ  LCðtÞ Eq 4
These parameters were used to investigate the overall transfer-function in the frequency
domain using a Laplace-transformed function of the load-cell model, as given in Eq 5. Simpli-
fication of Eq 5 revealed that the load-cell can be described with control engineering terminol-
ogy [22] as PD2T2 element. The parameters of the PD2T2 element, were calculated using the
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values from Eq 4, resulting from the fitting process.
GLC sð Þ ¼ k0 þ
k1
1þ s  T11
þ
k2
1þ s  T12
Eq 5
GPD2T2 sð Þ ¼ kP 
ð1þ s  TAÞ  ð1þ s  TBÞ
ð1þ s  TCÞ  ð1þ s  TDÞ
Eq 6
Hysteresis. Four responses of the triangular waveform were superimposed and plotted in
relation to the corresponding force registered by the reference sensor. The offsets (signal
before the triangular force pattern started) were subtracted from the signals of the load-cell
and the reference-sensor, and the maximal width of the hysteresis loop was determined.
Frequency response. The peak-to-peak amplitude, measured with the load-cell (VPP) and
the reference sensor (FPP), was evaluated for every single period within a manually selected
range, for each burst applied. Mean values of VPP and FPP were calculated for each single fre-
quency and expressed in dB referring to the respective mean peak-to-peak value at 0.01 Hz.
VdB ¼ 20  log10
VPP
Vref
 !
Eq 7
FdB ¼ 20  log10
FPP
Fref
 !
Eq 8
Reproducibility. The change in output voltage of the load-cell was determined 2 s after
applying a 1 kg (9.81 N) weight, the same way as described for the calibration curve. Mean
(Vdiff ) and standard deviation of 5 consecutive measurements was calculated for each day.
Results
The new load-cell was able to repeatedly measure tensile forces up to 21 N. The results show
that this direct measurement technique is able to quantify the tensile forces transmitted by the
TA tendon in rats.
Tendon shrinkage
Fig 4 illustrates the relative shortening of a tibialis anterior tendon while drying for 75 min
loaded with 0.5 N. The dry tendon was 0.3 mm shorter than the hydrated one, which correlates
to a maximal relative shortening of 3.6%.
Calibration curve
The calibration curve shown in Fig 5 depicts the individual measurements of Vdiff obtained by
the load-cell in correlation to the applied force-amplitude Fdiff. The load-cell shows a linear
behavior that can be described as Vdiff_linear = k
 Fdiff (k = 27.1 μV V-1 N-1) which fitted the
measured data with a R2-value of 0.999 for the measured range of 0–20 N.
This linear regression was used as the calibration curve to calculate the corresponding force
from the voltage signal measured with the load-cell.
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Evaluating the difference between measured Vdiff and calculated Vdiff_linear for every force
level within the measured range, showed a maximal absolute linearity error of 3.9 μV at the
highest applied force amplitude of Fdiff = 20 N.
The highest standard deviation of the calculated means was found at Fdiff = 18 N, amount-
ing to 0.4 μV / V.
Relative errors were lower at higher force-levels as illustrated in Table 1. At full range (Fdiff =
20 N) the maximal relative error was 0.07% of Vdiff , while the standard deviation was ±0.04% of
Vdiff .
Step response
The step response of the load-cell was measured with a rectangular 20 N force step. With
respect to the maximal measured value, the response reached 25% after 2.9 ms, 50% after 5.9
Fig 4. Tendon shrinkage. Measurement of the relative shortening during drying of the tibialis anterior tendon
of a rat.
https://doi.org/10.1371/journal.pone.0185209.g004
Fig 5. Calibration curve. Change in output-voltage (Vdiff) normalized to the bridge voltage (0.562 V) of the
load-cell in relation to changes of force (Fdiff), measured with rectangular force pulses of different amplitudes.
Crosses depict the results of the individual measurements for each force-level (amplitude). The individual
measurements appear as single cross in the diagram due to the low variation. The solid grey line shows a
linear regression performed on this data.
https://doi.org/10.1371/journal.pone.0185209.g005
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ms and 75% after 20.6 ms. The step response was modeled using an additive combination of a
P and two PT1 elements. The normalized signals of the load-cell and the reference-sensor are
shown in Fig 6A. The proposed model fitted the measured data with an R2—value of 0.977.
The corresponding parameters were k0 = 0.76 for the P-element; k1 = 0.13 and T11 = 0.15 s for
the first PT1-element and k2 = 0.10 and T12 = 2.92 s for the second PT1-element. Calculating
the parameters for an equivalent PD2T2 –element, characterizing the overall transfer-function
of the load-cell revealed following values: kP = 1, TA = 2.62 s, TB = 0.13 s, TC = 0.15 s and TD =
2.92 s. The inverse transfer function of the PD2T2 model could be used to compensate for the
load-cell´s behavior, as demonstrated in Fig 6B by using Matlab´s function lsim.
Hysteresis
The hysteretic behavior of the load-cell, for a linear rise of applied force from 1 to 21 N over a
duration of 20 s and an equivalent linear decrease, is demonstrated in Fig 7. The maximal
width of the hysteresis was located at 9.84 N and amounted to 30 μV / V.
Frequency response
The mean peak-to-peak amplitude was evaluated separately for the signal of the load-cell and
the reference sensor for frequencies of ranging from 0.01 to 200 Hz.
Within this range we did not observe any resonance effects, or signal overshooting. Fre-
quencies higher than 140 Hz revealed a measured attenuation about -4 dB using the load-cell.
The maximal phase delay of the load-cell, amounted to 8˚ at a frequency of 20 Hz. Our
Table 1. Calibration curve measurements. Measurement results presented as mean voltage-difference (Vdiff ) and standard deviation (SD). The spreading
of the data is reported as relative difference to Vdiff of the minimal and the maximal individual measurement of Vdiff for each force-level. Further data of the
overall linear regression (Vdiff_linear) and the corresponding absolute linearity error (Vdiff – Vdiff_linear) are illustrating the load-cell´s linearity.
Fdiff Vdiff SD Maximal negative difference to Vdiff Maximal positive difference to Vdiff Vdiff_linear Absolute linearity error
N μV/V μV/V % % μV/V μV/V
0 0 0.00 0.00 0.00 0.0 0.0
1 26.2 0.21 -1.59 0.94 27.1 -0.9
2 52.9 0.16 -0.48 0.56 54.2 -1.3
3 79.0 0.20 -0.61 0.23 81.3 -2.3
4 105.8 0.32 -0.32 0.67 108.4 -2.5
5 132.8 0.19 -0.21 0.18 135.5 -2.7
6 159.9 0.32 -0.33 0.32 162.6 -2.7
7 187.1 0.26 -0.19 0.26 189.7 -2.6
8 214.6 0.15 -0.11 0.12 216.8 -2.1
9 241.5 0.28 -0.16 0.21 243.9 -2.4
10 268.7 0.24 -0.11 0.20 271.0 -2.3
11 296.4 0.14 -0.08 0.02 298.1 -1.6
12 324.2 0.17 -0.10 0.08 325.2 -1.0
13 351.3 0.22 -0.09 0.12 352.3 -1.0
14 378.3 0.26 -0.10 0.15 379.4 -1.1
15 406.0 0.23 -0.08 0.07 406.5 -0.5
16 434.1 0.21 -0.06 0.07 433.6 0.6
17 462.0 0.25 -0.05 0.11 460.7 1.3
18 489.6 0.40 -0.12 0.16 487.8 1.8
19 517.5 0.24 -0.06 0.11 514.9 2.7
20 545.9 0.20 -0.05 0.07 542.0 3.9
https://doi.org/10.1371/journal.pone.0185209.t001
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measured data (magnitude of amplitude damping, maximal phase delay) suggests that the res-
onance frequency of the sensor must be>200 Hz. The theoretical resonant frequency of a steel
bar of these dimensions, given the velocity of sound in steel of (about 6000 ms-1) can be
expected to be above 400 kHz (F0 = v / 2
L = 6000 ms-1 / 20.007 m = 428 kHz).
Data obtained with the reference-sensor did not show any attenuation (> -0.05 dB). Fig 8
shows a comparison between the frequency behavior predicted by the model (PD2T2-Element)
and the actual measured values, along with the FPP data evaluated for the reference sensor. The
model correlates to the measured load-cell data up to a frequency of 10 Hz. The maximal differ-
ence between model and measured data amounted to 1.9 dB located at a frequency of 200 Hz.
Reproducibility
To test the reproducibility of the load-cell´s output, a weight of 1 kg (9.81 N) was measured on
5 different days. The average voltage difference of a series of 5 consecutive loading cycles was
Fig 6. Step response. A) Illustration of the normalized signals measured with the reference sensor (dark grey trace) and the load-cell (light grey
trace). The black trace represents a fitting (R2 = 0.977) to the normalized load-cell signal, considering the normalized reference-signal as input.
The model of the load-cell is represented schematically as block-diagram of an additive combination of a P and two PT1 elements with the overall
behavior of a PD2T2 element. B) The inverse transfer function of the PD2T2 model was used to correct the force response of a single twitch and a
short burst (stimulation frequency 60 Hz). The exemplary data reveals an underestimation of the measured peak-forces by 14.3% for single
twitches and 6.8% for short bursts.
https://doi.org/10.1371/journal.pone.0185209.g006
Fig 7. Hysteresis. Hysteresis was obtained by superimposing four consecutive responses, to a triangular
force-pattern, measured with the load-cell. The hysteresis shows its highest width at 9.84 N which amounted
to 30 μV / V.
https://doi.org/10.1371/journal.pone.0185209.g007
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used to estimate the accuracy of the load-cell. All measured values for Vdiff were in the range of
254.8–282.1 μV / V. According to the linear calibration curve a Vdiff of 265.8 μV / V could be
expected when applying a weight of 9.81 N. The absolute deviation from this expected value
ranged from -10.9 to 16.3 μV / V, which can be considered as a worst-case marker for the
load-cell´s ability to predict an applied change in force. Using the calibration curve to calculate
the corresponding force-level gives an estimated accuracy of 0.6 N (6.1%) for the middle of the
measurement range.
The mean voltage difference and standard deviation can be found in Table 2 for each mea-
surement day. The maximal observed standard deviation of 7.63 μV / V can be assumed as rep-
resentative for the maximal variation of the sensor voltage for repeated measurements. By
using the linear calibration curve, the load-cell´s precision can be estimated to 0.3 N (2.9%) for
the middle of the measurement range. The corresponding 95% confidence interval of the
slope, estimated based on the measurements with the highest variation, amounted to 2.5% of
the regression slope of the calibration curve.
Discussion
The newly developed load-cell gives reproducible measurements of tensile forces of up to 20
N. This was verified by applying various patterns of forces followed by an analysis of the data
recorded by the load-cell in comparison to a reference sensor. The measured shortening of the
tendon, caused by the mandatory drying process of the small part of the tendon at the interface
between tendon and load-cell, amounted to 3.6%, which can be considered to have a minor
effect on the path of force transmission. Drying the tendon and attaching a solid force mea-
surement device might alter the elastic properties of the biomechanical system. The load-cell
was intended to be positioned close to the muscle, in a way that neither the load-cell nor the
Fig 8. Frequency response. Frequency attenuation of the signals measured with the reference-sensor (dark
grey trace) and the load-cell (black trace), in combination with the attenuation predicted by the calculated
model of the load-cell (light grey trace). The model fits the measured load-cell data well at lower frequencies.
For frequencies higher than 10 Hz a further decrease is observed in the measured data, revealing a maximal
attenuation of -4.2 dB at a frequency of 200 Hz.
https://doi.org/10.1371/journal.pone.0185209.g008
Table 2. Reproducibility. An 1 kg (9.81 N) weight was used on 5 different days to test the practical reproducibility of the load-cell’s. On each day the load-
cell measured 5 consecutive loading/unloading cycles. The active force (Vdiff = Vmax−Voffset) was determined for each loading. Values expressed as voltage-
difference (Vdiff ) and standard deviation (SD).
Day 1 Day 2 Day 3 Day 4 Day 5
Vdiff (± SD) μV / V 271.6 ± 5.51 263.1 ± 6.95 274.4 ± 7.63 255.5 ± 0.67 259.0 ± 1.34
https://doi.org/10.1371/journal.pone.0185209.t002
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stiffer dried sections of the tendon will move across the ankle joint during movement. There-
fore the natural movement of the foot will not be impeded, although the lower elasticity might
cause a slightly different series elastic component of the muscle tendon complex. A slightly
altered dynamics of force transmission which must be considered as a technical limitation of
the device. The same limitation applies to the use of fixed force transducers where the tendon
is clamped for attachment.
The load-cell itself showed a linear behavior between applied force and sensor voltage.
The load-cell´s responses to rectangular force pulses, were repeatable and correlated very well
(R2 = 0.999) with the amplitude of the applied force-pulses. Comparable force-transducers
[15,18,23] report their correlation-coefficients to be greater than 0.95–0.99. The stated values
for accuracy (±6.1%) and precision (±2.9%) for the middle of the measurement range, should
be interpreted as practical estimates according to the data measured with the load-cell. These
values match our initial expectation which we consider adequate to estimate the type and
amount of loading experienced by the TA-muscle in the intact rat. As expected for this type of
sensor the highest relative errors were seen at the lower end of the measurement-range. Addi-
tionally, at low force levels accuracy and precision are influenced by the resolution of the mea-
surement system, which according to the manufacturer’s specification is 625 nV (equivalent to
0.06 N) for the selected input voltage range of 20 mV. Buckle force transducers [15,23,24] have
been reported with 95% confidence intervals of the slope below 2 to 4% of the regression slope.
Based on our reproducibility measurements with the load-cell, the 95% confidence interval of
the slope amounted to 2.5% which is comparable to other systems.
Analysis of the response of the load-cell to a 20 N step increase in force showed a steep pro-
portional rise in the beginning, followed by a much slower creep-like rise—revealing the
behavior of a PD2T2-element. The proportional part is explained by the expected deformation
of the stainless steel core, while the creep-like part may be caused by the instant-adhesive used
to encapsulate the strain-gauges. Creeping-effects are unfavorable effects frequently seen in
different materials during mechanical loading. In metals these effects are usually rather slow,
occurring at high temperatures within a timescale of hours or days [25,26]. Polymers on the
other hand reveal a faster time-constant in the range of several seconds to minutes [27], which
could explain the observed behavior of the load-cell considering the instant-adhesive as an
additional load-bearing element. With respect to the measured value of the step-response after
2 s, which was used to create the calibration curve, it could be expected that the load-cell
underestimates forces produced during short bursts (300 ms) by 8% or twitches (rise time ~20
ms) by 19%. As long as the load-cell operates within its linear region (Fdiff < 20 N), the inverse
transfer function of the PD2T2 model can be used to compensate for the sensor’s behavior,
as demonstrated in Fig 6B. This compensation does not affect our calculations of accuracy or
precision. We defined accuracy as maximal deviation from the value expected from our cali-
bration curve using static loads. We further defined precision to be the maximal standard devi-
ation experienced within one measurement set (measurement day). As the inverse transfer
function only corrects for the shape of the step-response, accuracy and precision will stay the
same. For routine use, for example comparing relative peak forces during fused contractions,
the correction based on the inverse dynamics model would not be necessary. If a study focused
on dynamic responses, then transformation of the data according to the model of transducer
behavior in step responses could be considered.
The model fits very well in the range below 10 Hz. Fig 8 shows that an additional low pass
cut off frequency between 10 and 100 Hz could be added to upgrade the model to PD2T3. This
time constant is hard to extract from the step response in the time domain since the PD2T2
model already fitted with R2 = 0.977. If a model of higher order is required the additional cut
off frequency must be estimated in the frequency domain.
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The hysteresis can be interpreted as a direct consequence of the behavior observed for the
load-cell´s step response. The hysteretic width describes the signal difference, when approach-
ing a particular force-level either from the upper or lower end of the measurement range.
Thus, the maximal hysteretic width indicates the maximal hysteresis error (5.4% of the full-
range signal) that can be expected for the load-cell.
The difference in the attenuation of force predicted by the model and measured data from
the load-cell, fits very well for lower frequencies while deviation is observable at higher fre-
quencies. The maximal attenuation seen at 200 Hz, led to a ~4 dB lower voltage than at 0.01
Hz. In the context of muscular forces this attenuation is of minor concern as the fusion-fre-
quency of muscles is generally much lower, meaning that higher frequency components only
having a minor contribution to the overall measured force signal. In the case of single twitches
one might anticipate problems due to steep rising times. However, the isometric contraction-
time for single twitches of the tibialis anterior muscle in healthy rats is reported between 20.3
ms [9] and 32 ms [6] with maximal twitch peak-forces of 2.31 N and 1.41 N, respectively.
In linear approximation this would correspond to a steepness ranging from 44 to 114 N s-1.
The based on the rising time of the initial 25% (equivalent to 5 N) rise of the load-cell’s step-
response is at 1698 N s-1. The response of the load-cell is therefore fast enough to measure sin-
gle twitches. Attenuation is constant regardless of the measured twitch-amplitude and will not
influence the outcome of comparative measurements like recruitment-curves or measure-
ments to test different regimes of muscle loading.
The load-cell has proven to be a useful force measurement device which has already been
used in a series of 11 individual experiments performed on male adult Wistar rats, measuring
tensile forces up to 16.5 N [28]. The ability to measure the force of the muscle while still acting
in its natural biomechanical environment provides valuable additional information compared
to measurements in which the muscle is isolated from its original attachments. The outcome
of such measurements performed during acute experiments is of particular interest in the
planning stage when designing experimental protocols to investigate the adaptive response of
muscle to changes in loading. For example, studies with programmed muscle activation via
implanted nerve stimulators over a period of a few weeks [1,2,12] or studies examining the
response of bone to the stresses imposed by programmed muscular contractions [8]. Force
that is transmitted through the tendon via the ankle joint could be used to train the tibialis
anterior in various different ways, for example by imposing extra resistance with co-contrac-
tion of antagonistic muscles. To design a rational training regime it is important to estimate
the force profile experienced by the muscle of interest—in order to select a training stimulus
that is challenging enough to trigger muscular adaptations such as muscle hypertrophy with-
out causing irreversible damage to the muscle. Acute experiments under anesthesia using the
described in-line load-cell can inform the design of long-term experiments in which muscles
are activated and loaded over periods of days or weeks by means of implanted stimulators in
freely-moving animals.
Conclusions
We have shown that the newly developed load-cell is able to measure tensile forces of up to 20
N, without inelastic deformation of the sensor. Due to its small dimensions, the load-cell quali-
fies for various applications in which it is of interest to directly measure the tensile forces
within a particular tendon without major rearrangement of the biomechanical system. The
load-cell has already been used to perform functional measurements in rats to assess the forces
generated by the TA-muscle as well as forces imposed on the TA-muscle by contraction of the
plantar flexor muscles. Such forces are transmitted across the ankle joint and therefore can
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only be measured if the muscles continue to act on their original points of insertion. These
measurements provide valuable guidance in the design of training protocols for the TA-
muscle.
Acknowledgments
This work is the outcome of a collaboration between the Medical University of Vienna and
Liverpool John Moores University. This project was supported by MED-EL GmbH (Inns-
bruck, Austria). The funders had no role in study design, data collection and analysis, decision
to publish, or preparation of the manuscript. The funding does not alter our adherence to
PLOS ONE policies on sharing data and materials.
Author Contributions
Conceptualization: Martin Schmoll, Ewald Unger, Manfred Bijak, Martin Stoiber, Hermann
Lanmu¨ller, Jonathan Charles Jarvis.
Data curation: Martin Schmoll.
Formal analysis: Martin Schmoll.
Investigation: Martin Schmoll.
Methodology: Martin Schmoll, Ewald Unger, Manfred Bijak, Martin Stoiber, Hermann Lan-
mu¨ller, Jonathan Charles Jarvis.
Project administration: Martin Schmoll.
Resources: Martin Schmoll, Ewald Unger, Martin Stoiber.
Software: Martin Schmoll.
Supervision: Jonathan Charles Jarvis.
Validation: Martin Schmoll, Ewald Unger, Manfred Bijak, Hermann Lanmu¨ller, Jonathan
Charles Jarvis.
Visualization: Martin Schmoll.
Writing – original draft: Martin Schmoll.
Writing – review & editing: Martin Schmoll, Ewald Unger, Manfred Bijak, Martin Stoiber,
Hermann Lanmu¨ller, Jonathan Charles Jarvis.
References
1. Duncan ND, Williams DA, Lynch GS. Adaptations in rat skeletal muscle following long-term resistance
exercise training. Eur J Appl Physiol. 1998; 77: 372–378. https://doi.org/10.1007/s004210050347
PMID: 9562367
2. Gonyea W, Bonde-Petersen F. Alterations in muscle contractile properties and fiber composition after
weight-lifting exercise in cats. Exp Neurol. 1978; 59: 75–84. PMID: 627270
3. Jarvis JC, Salmons S. An electrohydraulic apparatus for the measurement of static and dynamic proper-
ties of rabbit muscles. J Appl Physiol. 1991; 70: 938–941. PMID: 2022588
4. Marsh DR, Hinds LR, Lester WS, Reinking BE, Booth FW. The force–frequency relationship is altered
in regenerating and senescent rat skeletal muscle. Muscle Nerve. 1998; 21: 1265–1274. https://doi.org/
10.1002/(SICI)1097-4598(199810)21:10<1265::AID-MUS4>3.0.CO;2–9 PMID: 9736054
5. Shin RH, Vathana T, Giessler GA, Friedrich PF, Bishop AT, Shin AY. Isometric tetanic force measure-
ment method of the tibialis anterior in the rat. Microsurgery. 2008; 28: 452–457. https://doi.org/10.1002/
micr.20520 PMID: 18623151
A novel miniature in-line load-cell to measure in-situ tensile forces in tendons
PLOS ONE | https://doi.org/10.1371/journal.pone.0185209 September 21, 2017 14 / 16
6. Simard CP, Spector SA, Edgerton VR. Contractile properties of rat hind limb muscles immobilized at dif-
ferent lengths. Exp Neurol. 1982; 77: 467–482. https://doi.org/10.1016/0014-4886(82)90221-7 PMID:
7117457
7. Spyropoulos BP, Santos PM, Williams SL. Tension transduction device for functional evaluation of the
rat peroneal nerve. J Neurosci Methods. 1994; 53: 95–100. https://doi.org/10.1016/0165-0270(94)
90149-X PMID: 7990519
8. Vickerton P, Jarvis JC, Gallagher JA, Akhtar R, Sutherland H, Jeffery N. Morphological and histological
adaptation of muscle and bone to loading induced by repetitive activation of muscle. Proc R Soc B Biol
Sci. 2014; 281: 20140786. https://doi.org/10.1098/rspb.2014.0786 PMID: 24966314
9. Winiarski AM, Roy RR, Alford EK, Chiang PC, Edgerton VR. Mechanical properties of rat skeletal mus-
cle after hind limb suspension. Exp Neurol. 1987; 96: 650–660. https://doi.org/10.1016/0014-4886(87)
90226-3 PMID: 3582550
10. van Bolhuis AI, Holsheimer J, Savelberg HHCM. A nerve stimulation method to selectively recruit
smaller motor-units in rat skeletal muscle. J Neurosci Methods. 2001; 107: 87–92. https://doi.org/10.
1016/S0165-0270(01)00355-7 PMID: 11389945
11. Ramı´rez A, Grasa J, Alonso A, Soteras F, Osta R, Muñoz MJ, et al. Active response of skeletal muscle:
in vivo experimental results and model formulation. J Theor Biol. 2010; 267: 546–553. https://doi.org/
10.1016/j.jtbi.2010.09.018 PMID: 20863835
12. Sutherland H, Jarvis JC, Salmons S. Pattern Dependence in the Stimulation-Induced Type Transforma-
tion of Rabbit Fast Skeletal Muscle. Neuromodulation Technol Neural Interface. 2003; 6: 176–189.
https://doi.org/10.1046/j.1525-1403.2003.03025.x PMID: 22151021
13. Walmsley B, Hodgson JA, Burke RE. Forces produced by medial gastrocnemius and soleus muscles
during locomotion in freely moving cats. J Neurophysiol. 1978; 41: 1203–1216. PMID: 702192
14. Biewener A, Baudinette R. In vivo muscle force and elastic energy storage during steady-speed hop-
ping of tammar wallabies (Macropus eugenii). J Exp Biol. 1995; 198: 1829–1841. PMID: 9319738
15. Biewener AA. Muscle Function in vivo: A Comparison of Muscles Used for Elastic Energy Savings ver-
sus Muscles Used to Generate Mechanical Power. Am Zool. 1998; 38: 703–717.
16. Daley MA, Biewener AA. Muscle force-length dynamics during level versus incline locomotion: a com-
parison of in vivo performance of two guinea fowl ankle extensors. J Exp Biol. 2003; 206: 2941–2958.
https://doi.org/10.1242/jeb.00503 PMID: 12878663
17. Glos DL, Butler DL, Grood ES, Levy MS. In Vitro Evaluation of an Implantable Force Transducer (IFT)
in a Patellar Tendon Model. J Biomech Eng. 1993; 115: 335–343. https://doi.org/10.1115/1.2895495
PMID: 8309226
18. Komi PV, Belli A, Huttunen V, Bonnefoy R, Geyssant A, Lacour JR. Optic fibre as a transducer of tendo-
muscular forces. Eur J Appl Physiol. 1996; 72: 278–280. https://doi.org/10.1007/BF00838652
19. Arndt AN, Komi PV, Bru¨ggemann G-P, Lukkariniemi J. Individual muscle contributions to the in vivo
achilles tendon force. Clin Biomech Bristol Avon. 1998; 13: 532–541.
20. Finni T, Komi PV, Lukkariniemi J. Achilles tendon loading during walking: application of a novel optic
fiber technique. Eur J Appl Physiol. 1998; 77: 289–291. https://doi.org/10.1007/s004210050335 PMID:
9535592
21. De Koning JJ, van der Molen HF, Woittiez RD, Huijing PA. Functional characteristics of rat gastrocne-
mius and tibialis anterior muscles during growth. J Morphol. 1987; 194: 75–84. https://doi.org/10.1002/
jmor.1051940107 PMID: 3682004
22. Weinmann A. Regelungen Analyse und technischer Entwurf: Band 1: Systemtechnik linearer und line-
arisierter Regelungen auf anwendungsnaher Grundlage. Springer-Verlag; 2013.
23. Biewener AA, Blickhan R, Perry AK, Heglund NC, Taylor CR. Muscle forces during locomotion in kanga-
roo rats: force platform and tendon buckle measurements compared. J Exp Biol. 1988; 137: 191–205.
PMID: 3209966
24. Biewener AA, Konieczynski DD, Baudinette RV. In vivo muscle force-length behavior during steady-
speed hopping in tammar wallabies. J Exp Biol. 1998; 201: 1681–1694. PMID: 9576879
25. Ling X, Zheng Y, You Y, Chen Y. Creep damage in small punch creep specimens of Type 304 stainless
steel. Int J Press Vessels Pip. 2007; 84: 304–309. https://doi.org/10.1016/j.ijpvp.2006.11.003
26. Plaut RL, Herrera C, Escriba DM, Rios PR, Padilha AF. A Short review on wrought austenitic stainless
steels at high temperatures: processing, microstructure, properties and performance. Mater Res. 2007;
10: 453–460. https://doi.org/10.1590/S1516-14392007000400021
27. Genovese A, Shanks RA. Time-Temperature Creep Behaviour of Poly(propylene) and Polar Ethylene
Copolymer Blends. Macromol Mater Eng. 2007; 292: 184–196. https://doi.org/10.1002/mame.
200600346
A novel miniature in-line load-cell to measure in-situ tensile forces in tendons
PLOS ONE | https://doi.org/10.1371/journal.pone.0185209 September 21, 2017 15 / 16
28. Schmoll M, Unger E, Sutherland H, Haller M, Bijak M, Lanmu¨ller H, et al. In-situ measurements of ten-
sile forces in the tibialis anterior tendon of the rat in concentric, isometric, and resisted co-contractions.
Physiol Rep. 2017; 5: n/a-n/a. https://doi.org/10.14814/phy2.13245 PMID: 28420761
A novel miniature in-line load-cell to measure in-situ tensile forces in tendons
PLOS ONE | https://doi.org/10.1371/journal.pone.0185209 September 21, 2017 16 / 16
